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  IMPORTANT 

THE I-MOVE EZ-GO IS ONLY TO BE USED BY TRAINED OPERATORS. 

ALWAYS REFER TO THE OPERATOR’S MANUAL. 

BATTERY 

The battery should be charged for 5 hours on a mains supply socket 

before being put into use for the first time 

To be sure to maintain an acceptable level of charge, we 

recommend plugging motorised chairs into a mains socket 

whenever one is available. Is not necessary to wait for the battery to 

be fully discharged 

If the equipment is left out of use for a long period, we recommend charging 

the battery every month. If the battery is stored for more than 50 days without 

being charged its performance may be affected, or even reduced irreversibly. 

 
Once the battery is connected to the mains the light flashes. For a 

complete charge the wheel must be connected to the mains for 1 to 

2 hours. When the wheel is charged the light switches to green. If 

the light does not flash although the battery is connected, check the 

connection and the mains plug. 

Before using the chair make sure that it is not connected to the mains. A 

flashing light shows that the battery is connected 

Connection conditions to the mains, and electromagnetic compatibility:  
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- Connection to the mains must comply with the following standards: NF C 15-100 

and NF C 15- 211 (230 V supply socket). The circuit used should be protected by a 

30mA (maximum) differential circuit breaker.  

- Work on the electrical parts must only be performed by qualified and authorised 

personnel.  

- Although the chair satisfies the requirements of the EN 60 601-1-2 standard, 

electromagnetic interference caused by the chair is not impossible. In this case we 

recommend inhibiting the chair functions and keeping it well clear of the 

appliances affected by the interference. 

MOTORISED DRIVE 

Motorised drive by an autonomous wheel facilitates movement of 

the chair.  

1) Put the brake pedal in the top position to release the chair brake. 

 
2) Activate the on/off switch and turn the rotating grip.  

 

 
Check regularly that no foreign bodies on the floor could hinder rotation of the 

wheel 

BRAKING 

To release the chair, lift 

the red brake pedal with 

your foot.  

To immobilise the chair 

press the red brake pedal 

with your foot.  

 

 When the brake pedal is 

activated, make sure the transfer chair 

is properly immobilised by trying to 

move it manually. Braking the transfer 

chair on a slope is not recommended. 
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